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Problem  Studied: 

Ultrafast  electro-optic  sampling  technique,  which  is  primarily  used  for  local  electric  field 
characterization  in  integrated  circuits,  has  been  applied  to  ffee-space  applications.  Electro-optic 
sampling  for  characterizing  freely  propagating  terahertz  beams  has  been  demonstrated  with 
femtosecond  temporal  resolution  and  sub-pV  sensitivity.  We  also  achieved  real-time  2D  THz 
imaging  with  parallel  optical  reconstruction  with  a  CGD  camera.  We  also  developed  an  electro¬ 
optic  THz  streak  camera. 

Summary  of  the  most  imt?ortant  results: 

Electro-optic  sensor  for  THz  beams  makes  it  possible  for  us  to  see  images  of  electric  fields, 
diseased  tissue,  the  chemical  composition  of  plants,  and  much  more  that  is  imdetected  by  other 
imaging  systems.  We  have  designed  and  tested  several  electro-optic  THz  sensors  for 
characterization  of  the  temporal  and  spatial  distribution  of  free-space  broadband,  pulsed 
electromagnetic  radiation  (THz  beams).  This  THz  optoelectronic  detection  system,  which  uses 
electro-optic  crystals,  provides  diffraction-limited  spatial  resolution,  fs  temporal  resolution,  DC- 
THz  spectral  bandwidth,  and  mV/cm  field  detectability.  The  sensitivity  and  bandwidth  of  the 
electro-optic  detectors  are  comparable  or  superior  to  the  best  ultrafast  photoconductive  dipole 
antennas,  liquid  helium  cooled  bolometers,  or  any  other  terahertz  detectors  currently  available. 

Advantages  intrinsic  to  electro-optic  detection  include  nonresonant  fi'equency  response,  large 
detector  area,  high  scan  rate,  low  optical  probe  power,  and  large  linear  dynamic  range.  The 
concept  of  a  free-space  electro-optic  detection  system,  similar  to  local  field  electro-optic  sampling, 
is  based  on  the  Pockels  effect  in  electro-optic  crystals  where  a  pulsed  microwave  signal  (DC-THz) 
acts  as  a  transient  bias  to  induce  a  transient  birefringence  which  can  be  detected  by  a  synchronous 
optical  probe.  THz  field  measurements  using  ZnTe  as  an  electro-optic  crystal  in  a  collinear 
geometry  have  demonstrated  a  signal-to-noise  ratio  (SNR)  exceeding  1,000,000. 


Fig.  1.  Schematic  for  a  portable  electro-optic  system  for 
the  generation  and  detection  of  free-space  THz  beam. 


Fig.  2.  Frequency  spectrum  of  THz  field  in  Fig.  8.  The 
absorption  dips  at  5.3  THz  is  due  to  the  phonon  band. 
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Electro-optic  generation  and  detection  provide  new  method  for  the  measurement  of  freely 
propagating  pulsed  electromagnetic  radiation.  Figure  1  shows  a  portable  THz  system.  The  recent 
experimental  results  of  electro-optic  detection  of  THz  beams  demonstrate  an  oscillation  period  of 
a  mid-infrared  THz  beam  as  short  as  27  fs.  The  upper-limit  of  frequency  reaches  to  37  THz  (8 
pm),  as  shown  in  Figure  2. 

In  theory,  many  biological  and  organic  compounds  have  distinct  signatures  within  the 
terahertz  region,  meaning  that  their  chemical  compositions  might  be  examined  by  the  Rensselaer 
system.  Such  a  capability  could  be  applied  to  the  diagnosis  of  disease,  detection  of  pollutants,  or 
quality  control  of  food  products.  It  is  also  quite  possible  that  plastic  explosives  look  very  different 
under  terahertz  light  and  could  be  distinguished  from  the  molecular  structure  of  suitcases, 
clothing,  and  common  household  materials  and  equipment.  THz  imaging  is  extremely  sensitive  to 
the  water  concentration  in  the  samples. 

Until  now,  no  technology  existed  that  could  use  this  radiation  to  rapidly  create  images.  The 
electro-optic  sensor  can  create  real-time  images  with  250,000  pixels,  it  is  also  capable  for  single¬ 
shot  imaging.  Using  an  optically  chirped  pulse  in  an  electro-optic  detection  system,  we 
demonstrate  single-shot  THz  field  imaging  of  the  spatial  and  temporal  distribution  of  a  THz  pulse 
from  photoconductive  emitters.  Unparalleled  by  other  THz  sampling  techniques,  this  single-shot 
method  provides  what  is  believed  to  be  the  highest  possible  data-acquisition  rate. 

Figure  3  shows  the  THz  images  from  a  mammographic  phantom  which  is  designed  to  test  the 
performance  of  a  mammographic  system  by  a  quantitative  evaluation  of  the  system’s  ability  to 
image  small  structures  similar  to  those  found  clinically.  The  THz  system  shows  an  excellent 
spatial  resolution.  Images  of  these  fibers,  masses  and  specks  with  their  thickness  as  small  as  0.24 
mm  have  been  resolved. 


Fig.  3.  THz  images  of  fiber,  mass  and  speck.  Small  Fig.  4.  THz  image  based  on  the  phase  difference  of 
structures  with  a  thickness  less  than  0.5  mm  and  a  currency  watermark  structure.  A  phase  shift  as 
diameter  less  than  0.24  mm  can  be  resolved.  small  as  a  few  femtosecond  can  be  resolved. 


Figure  4  shows  the  schematic  for  THz  imaging  of  the  currency  watermarks.  Unlike  intensity 
images  viewed  with  a  visible  beam,  the  watermark  images  are  obtained  purely  by  the  phase 
difference  of  the  THz  pulse  transmitted  through  the  watermarks.  The  maximum  phase  shift  is  less 
than  60  fs  and  this  value  is  within  our  system  resolution.  The  THz  absorption  is  shown  to  be  less 
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than  0.5%.  Clearly  these  THz  watermark  images  in  the  THz  spectrum  show  an  alternative  method 
for  anti-counterfeiting. 

Unparalleled  by  technique  using  photoconductive  antennas,  for  the  free-space  electro-optic  sampling  a 
time- wave  length  de-/multiplexing  is  possible.  Using  linearly  chirped  optical  probe  pulse  the  temporal  THz 
waveform  can  be  encoded  onto  the  frequency  spectrum  [1].  The  encoded  temporal  information  is,  then, 
retrieved  in  the  wavelength  domain.  Real-time  and  single-shot  acquisition  of  picosecond  THz  field  pulses  is 
achieved  without  using  a  mechanical  time-delay  line.  Figure  5  schematically  illustrates  the  concepts  of 
electro-optic  measurement  with  the  standard  sampling  method  incorporating  a  chirped  optical  probe  beam. 
A  grating  pair  is  used  for  chirping  the  optical  pulse  in  the  frequency  domain  and  stretching  the  pulse  in  the 
time  domain.  The  time-dependent  spectral  distribution  of  the  optical  pulse  has  blue  components  leading  the 
red  components. 


Fig.  5.  Schematic  of  experimental  setup  of  electro-optic  Fig.  6.  A  single-shot  spatio-temporal  (10  mm  -  25  ps) 
measurement  with  a  chirped  optical  probe  beam.  Images  image  of  a  THz  pulse  measured  by  chirped  optical  probe 
of  the  chirped  probe  pulses.  S  and  R  denote  for  image  pulse.  The  emitter  is  a  dipole  antenna  with  a  gap  of  7 
traces  of  signal  and  reference  beam,  respectively.  mm. 

The  temporal  THz  signal  is  extracted  by  measuring  the  difference  between  the  spectral 
distributions  of  the  probe  pulse  with  and  without  THz  pulse  modulation.  Two  insets  in  Figure  5 
are  the  spectral  distributions  of  the  chirped  probe  pulse  measured  by  a  CCD  camera  with  and 
without  THz  signal.  The  normalized  distribution  reconstructs  both  the  amplitude  and  phase  of  the 
temporal  waveform  of  the  THz  pulse. 

The  electro-optic  measurement  with  chirped  optical  probe  pulse  is  capable  of  single-shot 
measurement  of  a  full  THz  waveform  [2].  Figure  6  is  a  plot  of  the  single-shot  image  fi'om  a  GaAs 
photoconductive  dipole  antenna  with  a  bias  voltage  of  5  kV.  The  THz  waveform  as  well  as  the 
symmetric  spatial  distribution  of  the  far-field  pattern  from  the  dipole  antenna  is  well  observed. 
TTie  total  time  for  wavelength  division  multiplexing  and  demultiplexing  is  within  a  few 
picoseconds.  One-dimensional  spatial  field  distribution  of  the  THz  beam  across  the  dipole  and  its 
temporal  waveform  are  obtained  simultaneously  with  a  single  laser  pulse.  The  size  of  the  spatio- 
temporal  image  is  10  mm  by  25  ps.  To  our  knowledge,  this  is  the  first  demonstration  of  a  single¬ 
shot  image  of  THz  pulse. 
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